Three-dimensional diffuse optical tomography of bones and joints

Yong Xu
Nicusor Ifitimia
Huabei Jiang
Clemson University
Biomedical Optics Laboratory
Department of Physics and Astronomy
Clemson, South Carolina 29634-0978

L. Lyndon Key
Medical University of South Carolina
Department of Pediatrics and
General Clinical Research Center
Charleston, South Carolina 29425

Marcy B. Bolster
Medical University of South Carolina
Division of Rheumatology and Immunology
Charleston, South Carolina 29425

1 Introduction

Near-infrared (NIR) diffuse optical tomography (DOT) has found its applications in imaging thick tissues such as breast and brain.1–7 The idea of DOT is to extract the spatial maps of intrinsic tissue absorption and scattering coefficients from the measured optical data through model-based reconstruction methods. The spectra of these optical properties will then allow one to obtain tissue functional images such as hemoglobin, water content, and cellular structure. In DOT, an effective reconstruction algorithm is crucial. To date various linear and nonlinear reconstruction algorithms have been successfully tested and evaluated using considerable laboratory phantom measurements and initial clinical data from different hardware systems including continuous wave (cw), frequency, and time domain.8–27

DOT has been recently applied to image other tissues such as human joints and associated bones. This particular application of DOT was conceived theoretically by Klose et al.28 and demonstrated experimentally by Xu et al.29 very recently. Diseases related to bones and joints such as osteoporosis and arthritis are a major cause of morbidity in the population over 50, affecting more than 68 million Americans. Conventional imaging modalities including x-ray radiography, computed tomography, magnetic resonance imaging, and ultrasonography usually can provide only tissue structural information which limits their use especially for early detection of diseases.

In the work of Xu et al.,29 we have shown that two-dimensional (2D) DOT images of in vitro and in vivo bones and joints can be quantitatively reconstructed using NIR tomographic measurements. Encouraged by this successful experience, in a separate study, we have applied DOT to image a patient with osteoarthritis (OA).30 The findings from this study suggest that the diseased synovial membrane/fluid does show significant different optical properties compared to the joints from two healthy volunteers. While we have evidenced the potential high sensitivity of DOT for detecting OA (based on the quantitative nature of optical images at the joints), we have also seen that some of the important small joint structures/compositions such as cartilage, blood vessels, and synovial membrane could not be clearly differentiated in these 2D images presented. In part we believe that it would be difficult for 2D imaging methods to capture these small components distributed between the two bones with a separation distance less than 1 mm. The strong three-dimensional (3D) scattering nature of the bones would affect the 2D joint imaging significantly. This necessitates our consideration of optical image reconstruction in a 3D framework.

While 3D optical image reconstructions have been primarily limited to simulations,31–33 Jiang et al.34 and Arridge et al.35 have recently demonstrated full 3D reconstructions using breast or brain phantom model from cw and time-domain data, respectively. Assisted with ultrasound localization, Holboke et al.36 have attempted to obtain a 3D optical characterization of the breast in a human subject with frequency-domain measurements. Most recently, Jiang et al.37 have presented a full 3D reconstruction of absorption images of the human breast from cw measurements. In this paper we demonstrate for the first time that 3D volumetric absorption images of in vitro and in vivo bones and joints can be reconstructed using our DOT approach. The tomographic data were obtained with our automated multichannel DOT system, and the 3D images were recovered with our finite-element based nonlinear algorithm. The 3D images obtained show details of the joints/bones that are not available from the 2D images we achieved previously.

2 Materials and Methods

Our multichannel frequency-domain DOT imager has been described in detail.26,29,34 Briefly, light from a 785 nm 50 mW
diode laser (Thorlabs) is sequentially sent to the sample by sixteen 3 mm fiber optic bundles. For each source position, the diffused light is received at 16 detector positions along the surface of the sample and sequentially delivered to a photomultiplier tube (R928, Hamamatsu). The multiplexing of the source/detector fibers is accomplished by two automatic moving stages (17NST101, Melles-Griot). Data acquisition is realized by Labview routines (National Instruments). Both source and detector fiber bundles are firmly held by a metal ring structure with a diameter of 5 cm. Sixteen detector fiber bundles are arranged equally spaced around the annulus with another 16 source fiber bundles interspersed between the detector bundles. Tomographic data collection at multiple measurement planes are needed for 3D reconstruction. In the current configuration data collection time is about 10 min per measurement plane. For the in vitro experiment, the sample consisted of two chicken bones embedded in a cylindrical solid phantom with a diameter of 5 cm. The solid phantom has contained a scattering medium composed of Intralipid (a fat emulsion suspension) with India ink as an absorber, which has had $\mu_a = 0.005$ mm$^{-1}$ (absorption coefficient) and $\mu_s^t = 1.0$ mm$^{-1}$ (reduced scattering coefficient). Agar powders have been used to solidify the Intralipid/ink suspensions. A schematic of this phantom is given in Figure 1(a). The tomographic measurements have been conducted at three different planes. For the in vivo experiment, the sample was the index finger of a healthy volunteer inserted into the same cylindrical solid phantom (the protocol was approved by the institutional review board and written informed consent was obtained from the participant). Figure 2 displays a schematic of the finger measurement configuration. A translation stage coupled with a high precision digital scale was used to vertically position the ring holding the source and detector fibers. The in vivo tomographic measurements have been conducted also at three different planes.

The absorption image of the sample was recovered using our 3D nonlinear, finite element based reconstruction algorithm. This algorithm uses a regularized Newton’s method to update an initial optical property distribution iteratively in order to minimize an object function composed of a weighted sum of the squared difference between computed and measured optical data at the sample surface. The computed optical data (i.e., photon density) is obtained by solving the photon diffusion equation with the finite element method. The mathematical details of our 3D algorithm and its evaluation with phantom and in vivo breast tissues have been described elsewhere. Briefly, the core procedure in our reconstruction algorithm is to iteratively solve the regularized matrix equation

$$ (\mathbf{J}^T \mathbf{J} + \lambda I) \Delta \mathbf{\chi} = \mathbf{J}^T [\Phi^{(m)} - \Phi^{(c)}] $$

where $\mathbf{J}$ is the Jacobian matrix that should be formed by $\partial \Phi / \partial D$ and $\partial \Phi / \partial \mu_a$ at the boundary measurement sites; $\Phi$ is the photon density; $\mu_a$ is the absorption coefficient; $D$ is the diffusion coefficient which can be written as $D = 1/3 \mu_s^t$, where $\mu_s^t$ is the reduced scattering coefficient. $I$ is the identity matrix and $\lambda$ can be a scalar or a diagonal matrix. $\Delta \mathbf{\chi}$
update vector for the optical property profiles, where $N$ is the total number of nodes in the finite element mesh used; $F_i^m$ and $F_i^c$, respectively, are measured and calculated data for $i = 1, 2, ..., M$ boundary locations.

In DOT, the goal is to update the $\mu_a$ and $D$ or $\mu'_a$ distributions through the iterative solution of Eq. (1) so that a weighted sum of the squared difference between computed and measured data can be minimized. To generate the 3D images within 3.0 cm height from in vitro measurements and 2.0 cm height from in vivo measurements, we have used a cylindrical finite element mesh with 1267 nodes and 5328 tetrahedral elements for the 3D reconstruction. Uniform distributions of optical properties that were 30%–50% off the exact values of the background phantom medium were used as the initial guesses for the iterative procedure. The images reported were the results of five iterations when the initial sum of squared errors between measured and computed boundary data reached the steady state with about 1.5 h per iteration in a 600 MHz Pentium III PC.

### 3 Results and Discussion

Figures 1(b), 1(c), and 1(d) show the reconstructed 3D absorption images at three different cut-planes from the in vitro measurements [see Figure 1(a) for the reference coordinate system]. We note that the absorption images show a significant absorption increase in the bone regions relative to the surrounding phantom background. As can be seen, the bone shapes at the joint as well as small structures such as cartilage are imaged.

Figures 3–4 display the optical images at the joint and off-joint planes along $X$, $Y$, and $Z$ directions from the in vivo measurements. Figure 3 shows the reconstructed absorption images as a series of transverse slices parallel to the $XOY$ plane (see Figure 2 for the reference coordinate system). As can be seen, the bones and several important joint structures can be clearly delineated. The bones and bone/cartilage are imaged, shown in Figures 3(a), 3(b), 3(e), and 3(f). Small structures such as blood vessels and extensor tendons are differentiated in Figures 3(b) and 3(e). The synovium is also identified [Figure 3(d)]. To view the bones and joint at differ-
ent directions, we have provided series of images in Figure 4, at cut-planes parallel to $XOZ$ and $YOZ$, respectively. Due to the strong absorption of the bones some joint structures cannot be seen in these longitudinal images, but the appearances of the bones, cartilage, synovium, and blood vessel are evident.

It is interesting yet important to examine these absorption images shown in Figures 3–4 in terms of the absorption coefficient of each structure reconstructed, because the clinical potential of DOT would mostly lie on the difference of the optical properties between diseased and healthy bone/joint tissues. For example, an osteoporosis patient may show changed optical properties in the bone, while a rheumatoid arthritis patient may have increased optical properties in the synovium.\textsuperscript{38–41} The average absorption coefficients of bone and cartilage from our images are calculated to be 0.18 and 0.04/mm, respectively, which are in excellent agreement with the reported values of 0.15–0.18/mm for human bone\textsuperscript{41} and 0.033/mm for rabbit cartilage.\textsuperscript{42} The average absorption coefficient of synovium is found to be 0.094/mm, which is also in excellent agreement with that reported in the literature.\textsuperscript{39,40} The average absorption coefficients of blood vessels and tendons are approximately 0.056 and 0.044/mm, respectively. We note that the recovered absorption coefficient of the surrounding phantom background is 0.0054/mm which is about 8% off its exact value.

It is also important to recognize some of the advantages that 3D DOT has over 2D DOT. In our previous 2D images,\textsuperscript{29} critical joint structures such as synovium, cartilage, blood vessel, and tendon cannot be delineated. In addition, the 2D images have significantly underestimated the absorption coefficient of bones. In terms of the imaging resolution, objects as small as 1–2 mm in diameter such as the blood vessels are clearly identified from the 3D images presented which is typical for imaging a 5 cm diameter phantom/finger sample using DOT. We believe that if smaller core diameter fibers were used so that the source/detector fiber probe could directly contact the finger joints without using a large volume of phantom materials, the imaging resolution would be improved. We plan to perform such studies in the near future. In Figure 4, we have also noticed some boundary effects at the top and bottom edges in the bone regions. This was caused most probably by the strong absorption and scattering of the bones within the limited volume measured. We can increase the measuring volume to minimize this boundary impact on the region of interest.

In summary, we have demonstrated \textit{in vivo} that bone and joint tissues can be imaged by 3D DOT. To the best of our knowledge, this study presents the first report of quantitative absorption images of \textit{in vitro} and \textit{in vivo} bones/joints that were obtained by using three-dimensional diffuse optical tomography with model-based image reconstruction methods.

\section*{Acknowledgement}

This research was supported in part by a grant from the National Institutes of Health (NIH) (AR 46427).
References


