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Abstract. This work describes the time-resolved fluorescence charac-
teristics of two different photosensitizers in single cells, in detail
mTHPC and 5-ALA induced PPIX, which are currently clinically used
in photodynamic therapy. The fluorescence lifetime of the drugs was
determined in the cells from time-gated spectra as well as single pho-
ton counting, using a picosecond pulsed diode laser for fluorescence
excitation. The diode laser, which emits pulses at 398 nm with 70 ps
full width at half maximum duration, was coupled to a confocal laser
scanning microscope. For time-resolved spectroscopy a setup consist-
ing of a Czerny Turner spectrometer and a MCP-gated and -intensified
CCD camera was used. Time-gated spectra within the cells were ac-
quired by placing the laser beam in ‘‘spot scan’’ mode. In addition, a
time-correlated single photon counting module was used to determine
the fluorescence lifetime from single spots and to record lifetime im-
ages. The fluorescence lifetime of mTHPC decreased from 7.5 to 5.5
ns during incubation from 1 to 6 h. This decrease was probably attrib-
uted to enhanced formation of aggregates during incubation. Fluores-
cence lifetime imaging showed that longer lifetimes were correlated
with accumulation in the cytoplasm in the neighborhood of the cell
nucleus, whereas shorter lifetimes were found in the outer cytoplasm.
For cells that were incubated with 5-ALA, a fluorescence lifetime of
7.4 ns was found for PPIX; a shorter lifetime at 3.6 ns was probably
attributed to photoproducts and aggregates of PPIX. In contrast from
fluorescence intensity images alone, different fluorescence species
could not be distinguished. However, in the lifetime image a struc-
tured fluorescence distribution in the cytoplasm was correlated with
the longer lifetime and probably coincides with mitochondria. In con-
clusion, picosecond diode lasers coupled to a laser scanning micro-
scope equipped with appropriate detection units allows time-resolved
spectroscopy and lifetime imaging with high spatial resolution and
provides numerous possibilities in cellular and pharmaceutical re-
search. © 2003 Society of Photo-Optical Instrumentation Engineers.
[DOI: 10.1117/1.1528595]
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1 Introduction
The use of time-resolved methods in biomedical research ha
been a great challenge in the recent years. This includes tim
gated microspectrofluorometry as well as time-resolved fluo
rescence imaging. The potential of time-gated microspectro
fluorometry and some applications, for example the detectio
of different conformations of the coenzyme nicotinamide ad-
enine dinucleotide~NADH! as well as flavin molecules, were
summarized by H. Schneckenburger et al.1 Especially, time-
resolved energy transfer spectroscopy appeared to be an a
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propriate tool for measuring mitochondrial metabolism in li
ing cells.2 Also different species of tumor-localizing
porphyrins, which are of great importance in photodynam
therapy ~PDT!,3 could be distinguished by time-resolve
methods, i.e., monomeric and aggregated porphyrin molec
as well as ionic species located at different cellular sites4,5

Time-resolved fluorescence imaging in combination with
laser scanning microscope was performed by Bugiel et6

and Buurman et al.7 For excitation, argon-ion lasers wer
used in combination with electro-optic or acousto-op
modulators. As an alternative technique, time-gated video
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Time-resolved Microspectrofluorometry
Fig. 1 Experimental setup for laser scanning microscopy and time-resolved microspectrofluorometry.
n

l-
-

-

e

.

a
-

i
s

-
-

h

-

eta-

ce
nm

he
14
ing

s.
ntal

smit
eam

tly
still
ner
,
of

on
late
J,
. A

the
ss-
ore
croscopy with highly intensifying camera systems has bee
used for imaging of tumor localizing dyes.8 Moreover, dyes
whose fluorescence lifetimes change upon binding of signa
ing ions or molecules were used in confocal fluorescence life
time imaging.9

So far, most approaches in time-resolved microspectro
fluorometry and fluorescence microscopy depend on expen
sive and complex lasers, such as mode-locked solid state, dy
or gas lasers or other pulsed laser systems. The advantage
using a mode-locked Ti:sapphire system, especially in the
case of multiphoton NIR microscopy, is discussed in Ref. 10
Spatially resolved mapping of fluorescence decay curves o
fluorophore-labeled living cells were obtained by placing the
laser beam in ‘‘spot scan mode’’ in a pixel of interest and
using time-correlated single photon counting~TCSPC! to ac-
quire the decay characteristics.10 This method allowed the
opening of a fourth dimension of fluorescence imaging by
adding a picosecond time resolution to the 3-D images of a
confocal laser scanning microscope~4-D imaging!.11,12

Only recently, new developments in diode laser technology
suggest the usage of such lasers for a wide range of applic
tions, i.e., laser scanning microscopy and time-resolved fluo
rescence investigations.13 Diode lasers could improve the
handling of time-resolved experiments significantly, because
they are developed to be turnkey systems that provide the
nominal optical energy a few minutes after the system ha
been started. Furthermore, diode lasers are cheap compared
traditionally used mode-locked lasers. Recently, a short
pulsed diode laser emitting at 640 nm was used in combina
tion with a confocal microscope to study the burst of fluores-
cence photons from mononucleotide molecules labeled wit
Cy5.14 This technique allowed counting and identification of
labeled analyte molecules in a given sample within microcap
illaries with time-resolved detection.

Within this work we describe the potential use of a short-
pulsed diode laser emitting at 398 nm15 coupled to a confocal
laser scanning microscope for detecting time-resolved fluores
cence spectra and fluorescence lifetime images of two photo
sensitizers that are actually under clinical trials. In detail, the
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nanosecond fluorescence decay characteristics of m
tetra~hydroxyphenyl!chlorin ~mTHPC! as well as
5-aminolevulinic acid~5-ALA ! induced protoporphyrine IX
~PPIX! were studied with subcellular resolution.

2 Materials and Methods
2.1 Experimental Setup

2.1.1 Time-resolved spectroscopy
In order to perform time-resolved subcellular fluorescen
spectroscopy, a short pulsed diode laser emitting at 398
~LDH 400, PicoQuant GmbH, Berlin, Germany! was coupled
to a laser scanning microscope~LSM410, Carl Zeiss, Ger-
many!, in addition to the standard laser sources of t
LSM410, an argon-ion laser emitting light at 488 nm and 5
nm and a HeNe laser emitting at 633 nm. For this, a coupl
unit for external laser sources~LSM410 NLO, Carl Zeiss,
Germany! was placed directly in front of the scan mirror
Figure 1 shows a schematic diagram of the experime
setup. A custom-made dichroitic beamsplitter~420 DCLP,
AHF Analysentechnik, Tu¨bingen, Germany! was used to
guide the diode laser beam to the scan optics and to tran
the fluorescence signal to the detection setups. The laser b
was focused on the specimen via a 40x objective lens~Plan-
Neofluar, 40x,NA50.75, Carl Zeiss, Germany!. The astig-
matic and divergent beam of the diode laser was only sligh
collimated so that the back aperture of the objective was
overfilled. For time-resolved spectroscopy a Czerny-Tur
spectrometer SP-150~Acton Research Corporation, Acton
MA, USA! was coupled to one of the detection channels
the LSM410 using a bundle of optical fibers. After dispersi
the fluorescence light was intensified by a microchannel-p
~MCP! ~Princeton Instruments Inc., Monmouth Junction, N
USA!, which could be used in continuous and gated mode
cooled CCD detector~Princeton Instruments Inc., USA! fi-
nally acquired the time-resolved fluorescence signals from
MCP, which were transferred to a PC for further data proce
ing. The fluorescence photons emitted from the fluoroph
Journal of Biomedical Optics d January 2003 d Vol. 8 No. 1 27
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Kress et al.
were recorded within a detection gate of 5 ns following the
excitation pulse after a certain delay. In gate sweeping mod
this delay was increased in steps of 2 ns. So a series of spec
was acquired, from which the spectral characteristics and th
fluorescence lifetimes of the investigated specimen could b
calculated. The MCP was sensitive from UV to NIR but no
detailed information about the spectral sensitivity was avail-
able. Because only relative changes of the spectra were eval
ated no attempt was made to correct the observed intensitie
However, as usually done, calibration of the wavelength wa
carried out using the lines of a multicolor HeNe laser. The
calibration was verified by means of the emission spectrum o
the fluorophore Cy5~Amersham Pharmacia Biotech, Little
Chalfout, UK!.

In the time-resolved mode a specific wavelength range wa
selected to calculate the fluorescence decay curve. For ea
time-resolved spectrum, we placed the excitation beam in
‘‘spot-scan mode’’ in a pixel of interest within a cell and col-
lected the fluorescence of105 successive excitation pulses at a
pulse repetition rate of 10 kHz. With this repetition rate the
power of the laser beam at the excitation site was measured
be 0.29mW. With an average energy of 29 pJ per excitation
pulse and an illumination spot diameter of4.460.5mm this
corresponds to an energy density of1.9760.23 J/cm2 for ev-
ery recorded spectrum.

2.1.2 Time-correlated single photon counting
As an alternative to time-resolved spectroscopy, fluorescenc
lifetime measurements were carried out using the TCSPC
module SPC-330~Becker & Hickl GmbH, Berlin, Germany!,
which was attached to the LSM410. The fluorescence, excite
by the LDH-C 400, was wavelengths selected by two beam
splitters @420 DCLP and FT560~Carl Zeiss, Germany!# and
the fluorescence emission filter LP 590~Carl Zeiss, Ger-
many!. A photomultiplier ~R5783, Hamamatsu Photonics
Deutschland GmbH, Germany! was mounted to the second
descanned detection channel of the LSM410. With this equip
ment fluorescence decay characteristics with a time resolutio
<100 ps and a spatial resolution in the subcellular region
could be detected. The pulse repetition rate of the diode lase
was now set to the maximum of 40 MHz, resulting in a short
total acquisition time of less than 1 s for every fluorescence
decay curve, depending on the maximum number of counts

2.1.3 Fluorescence lifetime calculations
In both applications, time-resolved spectroscopy and TCSPC
the fluorescence lifetime was determined by a nonlinear curv
fitting and deconvolution process based on the Levenberg
Marquardt algorithm. This algorithm uses a least square
method to fit a model function, mostly a mono- or double-
exponential decay to the acquired data. Fit parameters we
the decay times and the proportional coefficients.

2.1.4 Fluorescence lifetime imaging
For high-resolution fluorescence lifetime imaging based on
time-correlated single photon counting, a novel TCSPC board
the SPC-730~Becker & Hickl GmbH, Berlin, Germany!, was
attached to the LSM410. This system allows synchronization
of the fluorescence detection with the position of the excita
tion spot within the specimen.11 Every pixel of the fluores-
28 Journal of Biomedical Optics d January 2003 d Vol. 8 No. 1
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cence lifetime image was achieved by a software binning
434 pixels of the LSM image. From this set of data, fluore
cence lifetime images could be calculated using the SPC
age Version 1.6 software~Becker & Hickl GmbH!. In combi-
nation with the SPC-730, the photomultiplier PMH-100 fro
Becker & Hickl was used at the second descanned detec
channel of the LSM410, which allows a time resolutio
<200 ps.Wavelength selection was achieved for fluorescen
lifetime imaging as described in Sec. 2.1.2.

2.2 Photosensitizers
Lipophilic mTHPC ~CAR/97/00069! was provided by Scotia
QuantaNova~Guildford, UK! and used without further purifi-
cation. Stock solutions containing 1 mM of mTHPC we
prepared in ethanol and stored at4°C. Cell cultures were
incubated with 5mM mTHPC. 5-ALA, which is a precursor
of the photosensitizer PPIX, was obtained from Fluka~Neu-
Ulm, Germany!. A 100 mM stock solution of 5-ALA was
prepared in aqua bidest, and the pH was subsequently neu
ized with NaOH. Cell cultures were incubated with 1 m
5-ALA. Only freshly prepared solutions were used for inc
bation.

2.3 Cell Culture
Cultures of rat epithelial cells~RR 1022, American Type Cul-
ture Collection No. CCL47! were grown in M199 medium
~GibcoBRL, Karlsruhe, Germany! supplemented with 10% fe
tal calf serum~FCS! and antibiotics~penicillin, streptomycin!
at 37°C and 5%CO2 . The cells were seeded on microsco
slides in a density of50 cells/mm2 and were allowed to grow
for 36 h. The medium was replaced and cells were incuba
in the exponential growth phase for 5 h with 5-ALA or alter-
natively between 1 and 6 h with mTHPC, respectively. Mi-
croscopic observation was performed immediately after
moving the incubation medium and rinsing twice wi
isotonic NaCl solution at37°C.

3 Results
With the described detection setups the subcellular fluo
cence characteristics of mTHPC and 5-ALA induced PP
were studied. In order to first prove the capability of the dio
laser LDH-C 400 for fluorescence investigations in combin
tion with laser scanning microscopy, we compared the fl
rescence images excited by the diode laser with images
cited by the standard argon-ion laser. Though the be
parameters and the beam profile of the unshaped LDH-C
are pretty poor it was possible to acquire high-resolut
phase contrast and fluorescence images. Figure 2~see Color
Plate! demonstrates RR 1022 cells incubated 4 h with 1 m
5-ALA. In Figure 2~a! the argon-ion laser was used for exc
tation and, in Figure 2~b! the LDH-C 400. The excitation
power per pixel was in both cases in the same order of m
nitude~180mW LDH-C 400 at 40 MHz; 230mW Ar1 laser!.
The fluorescence of the cells was observed in the red de
tion channel of the LSM; additionally the phase contrast w
observed in the green channel. Absorption of ALA-induc
PPIX at 514 nm is approximately 1/10 of the absorption
398 nm. Therefore, fluorescence of PPIX after excitation w
514 nm was not visible under the experimental conditio
However, the spatial resolution of the two images was nea
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Time-resolved Microspectrofluorometry
the same. Therefore, the LDH-C 400 allows excellent image
quality, both for fluorescence and phase contrast microscop
In addition, Figure 2 provides other important information. It
could be expected that excitation at 398 nm induces damagin
of the cells. However, under the used experimental condition
significant morphological changes of the cells were not ob
served. Formation of blebs and bubbles could be detecte
only after applying multiple scans, which was also observed
in the case ofAr1 laser excitation.

The most important advantage of the LDH-C 400 is the
ability to measure subcellular time-resolved spectra and fluo
rescence lifetimes. Following wavelength calibration, we first
measured the steady-state emission spectrum of the know
fluorophore Cy5, in order to demonstrate the accuracy of ou
system. The fluorescence of Cy5 was excited with the LDH-C
400. The emission spectrum of Cy5~2 mM in PBS! exhibits a
maximum fluorescence at 670 nm~see Figure 3!, which is
exactly the same as reported in theHandbook of Molecular
Probes. Measuring fluorescence spectra is therefore possibl
with our technical equipment.

Figure 4 demonstrates a series of time-gated fluorescenc
spectra of mTHPC incubated in a concentration of 5mM for 4
h in RR 1022 cells. The spectra were obtained from one ce
by placing the laser beam intracellularly in a ‘‘spot of inter-
est.’’ Signals were recorded within a detection gate of 5 ns
The delay after the excitation pulse was increased in steps o
2 ns. From these signals the decay curves were monoexp
nentially fitted at the emission wavelength around 652 nm an
the fluorescence lifetime was calculated to be6.160.1 ns.In
comparison, a lifetime of6.5460.58 nswas calculated when
using TCSPC instead of time-resolved spectroscopy. Within
the standard deviation, the results were similar.

The cellular distribution and accumulation of photosensi-
tizers can be subject to change during incubation. Therefore
the fluorescence lifetime of mTHPC was determined depen
dent on the incubation time, which varied from 1 to 6 h. With
increasing incubation time the fluorescence lifetime decrease
from 7.560.5 to 5.560.1 ns,which is demonstrated in Fig-
ure 5.

For lifetime imaging, cells were incubated with 5mM
mTHPC for 6 h. The lifetime image was built up from the
average decay~monoexponential fitting!, which was calcu-
lated in every detected pixel of the scanned area(128
3128 pixels). The lifetime was represented in pseudocolor
~data not shown!. However, excitation at 398 nm is not opti-
mal for mTHPC; the absorption maximum is at 416 nm. The
quality of the pseudocolored image was therefore poor. Nev
ertheless it seemed that short lifetimes below 5 ns were foun
in the cytoplasm in the neighborhood of the cell nucleus,
whereas longer lifetimes could be detected in the outer cyto
plasm. In the ‘‘pure’’ fluorescence intensity image these dif-
ferences could not be seen.

In another approach, RR1022 cells were incubated with
5-ALA and the decay characteristics of the resulting PPIX
were measured. PPIX is well known to develop photoproduct
during PDT which fluoresce approximately at 668 nm,
whereas the main peak of PPIX is at 635 nm. The time-gate
fluorescence spectra of cells, incubated 4 h with 1 mM
5-ALA, are demonstrated in Figure 6. A monoexponential fit
was used to determine the fluorescence lifetimes. A fluores
cence lifetime of7.4460.56 nswas calculated at a fluores-
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cence wavelength of625615 nm,which was correlated with
the main band of PPIX, whereas a lifetime of3.660.46 ns
was calculated at a wavelength of680620 nm, which was
correlated mainly with the photoproduct of PPIX and agg
gated species.

Figure 7 ~see Color Plate! demonstrates the fluorescenc
lifetime image of 5-ALA PPIX. Cells were incubated 4 h with
1 mM 5-ALA. Since excitation at 398 nm corresponds pe
fectly to the maximum absorption band of PPIX, the qual
of the image was much better than in the case of mTHPC.
lifetime represented in pseudocolor differs significantly with
the cells. A longer lifetime approximately at 6 ns correlat
with a specific localization of PPIX inside organelles in th
neighborhood of the cell nucleus, which probably repres
mitochondria. The diffuse fluorescence in the cytoplasm
cayed faster below 2 ns.

In order to prove the specific localization of PPIX, whic
seemed to be caught up in organelles and not freely diffus
in the cytoplasm, lifetime imaging was performed before a
after photobleaching. Due to that process, the overall fluo
cence intensity decreased. Interestingly, the localized com
nent that decayed slowly completely vanished, whereas
faster decaying fluorescence was retained~data not shown!.
The latter probably originates from aggregates or photopr
ucts of PPIX and from the autofluorescence of the cells. I
known that irradiation during PDT causes photobleaching
the active photosensitizer. While in the ‘‘pure’’ intensity im
age this specific photobleaching could not be observed,
time imaging allowed the intracellular follow-up of this pro
cess and thus discrimination of the localization of t
photodynamically active component from other fluoresci
molecules in the cells.

4 Discussion
This work describes the time-resolved fluorescence chara
istics of cells, incubated with different photosensitizers th
are of potential clinical interest, in particular, 5-ALA PPIX
and mTHPC. For subcellular detection, laser scanning mic
copy was performed using a picosecond pulsed diode las
398 nm, which has so far not been used in this combinat
In spite of the poor beam parameters of this laser it was p
sible to acquire high-resolution fluorescence images of c
incubated with the photosensitizers, although we did not
gard beamshaping. The direct comparison with stand
argon-ion laser excitation showed no significant difference
the achievable spatial resolution; even single organelles c
be discriminated. Compared with IR laser sources~i.e., pulsed
Ti:sapphire lasers for multiphoton excitation! one would ex-
pect damaging effects on the cells. However, with the LDH
400 we observed damaging~blebs, bubbles, etc.! only after
applying multiple scans, which was also observed with ot
laser sources~for example,Ar1 laser!.

The second-generation photosensitizer mTHPC, which
duces cell death when excited with light in the visible regio
is currently under clinical trial.16 From time-resolved fluores
cence measurements in ethanol the lifetime of the lowest
brational state ofS1 was assigned to 10 ns.17 Using the
LDH-C 400 for excitation, we observed a decrease in
fluorescence lifetime from 7.5 to 5.5 ns in the cytoplasm
cells during increasing incubation time. The different resu
Journal of Biomedical Optics d January 2003 d Vol. 8 No. 1 29
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Fig. 2 Fluorescence and phase contrast images of RR1022 cells incubated 4 h with 1 mM 5-ALA using the LSM410 (objective 40x, NA 0.75). (a)
Cells were excited using the argon-ion laser (514 nm) and (b) cells were excited using the short pulsed diode laser (398 nm).

Fig. 7 Lifetime image of RR 1022 cells, incubated 4 h with 1 mM 5-ALA. Lifetimes are represented in pseudocolor.
30 Journal of Biomedical Optics d January 2003 d Vol. 8 No. 1



Time-resolved Microspectrofluorometry
Fig. 3 Emission spectrum of Cy5 after excitation with the short pulsed diode laser (398 nm).
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compared to Ref. 17 can be explained by the altered chemic
environment. The decrease in the fluorescence lifetime durin
incubation probably reflects subsequent aggregation o
mTHPC and binding to other sites within the cells. As spectra
modifications were not detected, structural alterations of the
molecule, which are for example observed during develop
ment of photoproducts, can be excluded.

To prove the results from time-resolved spectroscopy, the
fluorescence lifetime of mTHPC was alternatively determined
by TCSPC. Within the standard deviation, the results were th
same. Thus, time-resolved spectroscopy, using the LDH-C
400 for excitation, is a valuable tool to determine the lifetime
of photosensitizers within cells. Otherwise, TCSPC tech-
niques provide the possibility for high-resolution lifetime im-
aging during laser scanning microscopy. With the SPC-730
which was attached to the LSM 410, we were able to observ
the subcellular distribution of the fluorescence lifetime. To our
knowledge, this is the first time that a fluorescence lifetime
image was successfully detected using picosecond pulsed d
ode laser excitation in combination with a laser scanning mi
croscope. In the case of mTHPC, short lifetimes up to 5 ns
were found in the cytoplasm in the neighborhood of the cel
nucleus, whereas longer lifetimes were detected in the oute
l

i-

r

cytoplasm, which may be correlated with decreased accu
lation and therefore decreased formation of short-lived agg
gates, which normally decay fast.18

In addition to mTHPC, time-resolved measurements w
performed in cells, which were incubated with 5-ALA
5-ALA is approved for PDT in the treatment of actini
keratoses.19 5-ALA produces mainly monomeric PPIX, whic
was attributed to a long-lived component with fluorescen
lifetimes between 18 to 20 ns, measured in the chorioallan
membrane~CAM! of fertilized eggs.18 Formation of the pho-
toproduct photoprotoporphyrin~PPPIX! was correlated with a
decreased fluorescence lifetime at 6 ns.18 Within this work,
subcellular resolved detection led to a fluorescence lifetime
about 7.4 ns for PPIX and 3.6 ns for the photoproduct. T
reason for the different results could be the use of differ
cellular systems. In the case of the CAM, 5-ALA was appli
topically on a complex vascular system, whereas in this w
the drug was accumulated in cell cultures. Also incubat
time plays an important role with respect to lifetime chara
teristics. In the case of calf aorta endothelial cells, PPIX m
sured selectively in the plasma membrane exhibited a lo

Fig. 5 Dependence of the fluorescence lifetime on incubation time.
RR 1022 cells were incubated with 5 mM mTHPC.
Fig. 4 Time-gated fluorescence spectra of RR1022 cells incubated 4 h
with 5 mM mTHPC detected in the cytoplasm of a single cell.
Journal of Biomedical Optics d January 2003 d Vol. 8 No. 1 31
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Fig. 6 Time-gated fluorescence spectra of cells, incubated 4 h with 1
mM 5-ALA. The spectra were detected in the cytoplasm of a single
cell.
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lived component at 14.5 ns after 1 h incubation, which
decreased to 12.1 ns after 24 h incubation.20 The efficiency of
light-induced cell killing during PDT was correlated with the
relative amount of the long-lived component.20 From our fluo-
rescence lifetime images a species with longer lifetime wa
correlated with a ‘‘structured’’ fluorescence distribution in the
cytoplasm around the cell nucleus, which probably coincides
with mitochondria. A species with shorter lifetime showed
diffuse fluorescence distribution in the cytoplasm. During
photobleaching the component with longer lifetime com-
pletely vanished. Photobleaching is normally observed for the
‘‘active’’ photosensitizer. We can therefore deduce that the
structured fluorescence correlates to the photodynamically a
tive PPIX. Observation of cellular events during PDT is there-
fore achievable by the described method.

From the discussion above, changes in the fluorescenc
lifetime reflect the dynamic behavior of photosensitizers,
which probably influences the cellular response. Only recently
the correlation between cell death mechanisms and fluore
cence kinetics of photosensitizers could be demonstrated, u
ing confocal laser scanning microscopy.21 In combination
with time-resolved methods this offers the identification of
different fluorescence species, which are involved in cel
death. In conclusion, picosecond diode lasers coupled to
laser scanning microscope, which is equipped with appropri
ate detection units, is a valuable tool to follow up the cellular
kinetics of drugs and provides numerous possibilities in phar
maceutical research.
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